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L. donovani is an intracellular protozoan parasite, that causes visceral leishmaniasis (VL), and consequently,
post-kala azar dermal leishmaniasis (PKDL). Diagnosis and treatment of leishmaniasis is crucial for decreasing
its transmission. Various diagnostic techniques like microscopy, enzyme-linked immunosorbent assays
(ELISA) and PCR-based methods are used to detect leishmaniasis infection. More recently, loop-mediated
isothermal ampliﬁcation (LAMP) assay has emerged as an ideal diagnostic measure for leishmaniasis, primarily due to its accuracy, speed and simplicity. However, point-of-care diagnosis is still not been tested with
the LAMP assay. We have developed a portable LAMP device for the monitoring of Leishmania infection. The
LAMP assay performed using our device can detect and amplify as little as 100 femtograms of L. donovani
DNA. In a preliminary study, we have shown that the device can also amplify L. donovani DNA present in VL
and PKDL patient samples with high sensitivity (100%), speciﬁcity (98%) and accuracy (99%), and can be
used both for diagnostic and prognostic analysis. To our knowledge, this is the ﬁrst report to describe the
development and application of a portable LAMP device which has the potential to evolve as a point-of-care
diagnostic and prognostic tool for Leishmania infections in future.
Keywords. Diagnostic device; LAMP; Leishmania donovani; post-kala azar dermal leishmaniasis; visceral
leishmaniasis

1. Introduction
Leishmaniasis is caused by parasitic protozoans of the
genus Leishmania which are transmitted by the bite of
the female sandﬂy belonging to the family Phlebotominae (WHO 2013). The disease manifests clinically as (a) cutaneous leishmaniasis (CL) characterized
by the presence of self-healing skin ulcers, (b) mucocutaneous leishmaniasis (MCL) which causes skin and
mucosal ulcers and (c) visceral leishmaniasis (VL;
kala-azar) which affects the liver, spleen, bone marrow

and lymph nodes (WHO 2015). VL, caused by Leishmania donovani, is endemic in East Africa and South
Asia, while autochthonous cases of VL in South
America are caused by L. infantum chagasi (WHO
2019). India alone accounts for more than 80% of the
total VL cases in the Indian subcontinent (WHO 2015).
In India, VL is endemic in the eastern states of Bihar,
West Bengal, Jharkhand and Uttar Pradesh, where
around 130 million people are at risk (Mandal et al.
2018). Another manifestation, post-kala-azar dermal
leishmaniasis (PKDL) is a dermal sequel of apparently
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cured VL (WHO 2019). PKDL is endemic in East
Africa and South Asia (WHO 2019). In the Indian
subcontinent, up to 15% of apparently cured VL
patients develop PKDL (Ramesh et al. 2015). As
PKDL is the proposed disease reservoir for VL, early
detection and treatment of cases of PKDL is the need of
the hour. Currently, there are no accessible diagnostic
tests for this disease, creating a challenge for the
physician.
In order to manage patients and decrease disease
transmission, accurate and rapid laboratory diagnosis
succeded by proper treatment is essential. The gold
standard for VL diagnosis is the parasitological conﬁrmation of biopsy specimens by microscopy. Additionally, serological diagnostics include rapid
diagnostic tests (RDTs) and enzyme-linked
immunosorbent assays (ELISAs) based on the rK39
antigen (Boeleart et al. 2014). Although the most
deﬁnitive diagnostic approach in VL and PKDL would
be parasite detection, it has an unacceptably low
detection rate ranging from 4–58%. Furthermore, in
PKDL, especially in the macular variant, a major
challenge is their hypopigmented lesions are indistinguishable from pitryasis versicolor and is further confounded by the inability to detect LD bodies. In such
cases, detection of parasite DNA remains the best
option. Moreover, in PKDL cases, positivity of RDTs
can be attributed to a past episode of VL (Adams et al.
2013). Another promising approach is PCR-based
assays used to diagnose leishmaniasis, viz. restriction
fragment length polymorphism analysis, nested PCR,
triplex PCR, multiplex PCR and quantitative PCR, all
of which offer high speciﬁcity and sensitivity (Koltas
et al. 2016; Schönian et al. 2003; Reithinger et al.
2007; da Cunha Gonçalves-de-Albuquerque et al.
2014; Rodrı́guez-González et al. 2007; Adams et al.
2018). However, the requirement for complex and
expensive equipment and infrastructure means that
such diagnostic techniques are not suitable for use in
the ﬁeld.
An advancement to standard PCR-based diagnosis
techniques came when Notomi et al. (2000) designed the
loop-mediated isothermal ampliﬁcation (LAMP) technique. In contrast to PCR, wherein the reaction is carried
out at a series of alternating temperature steps or cycles,
isothermal ampliﬁcation is carried out at a constant
temperature, using four sets of primers (to enable high
speciﬁcity) and a Bst polymerase with high strand displacement activity in addition to a replication activity
(Notomi et al. 2000). Thus, this technique obviates the
need for a thermal cycler and can be performed in a dry
bath, enhancing its ﬁeld applicability. LAMP has been

used for the diagnosis of infections caused by bacteria,
viruses, fungi and parasites like Trypanosoma brucei, T.
cruzi, Plasmodium falciparum and L. donovani (Qiao
et al. 2007; Villari et al. 2013; Inacio et al. 2008; Wozniakowski et al. 2013; Poon et al. 2006; Nzelu et al.
2014; Takagi et al. 2009). More recently, LAMP has also
been used to detect SARS CoV-2 RNA in clinical samples (Thi et al. 2020). In order to diagnose leishmaniasis,
LAMP primers can target the small ribosomal subunit
(18S rRNA gene), kinetoplast DNA (kDNA) and the
Internal Transcribed Spacer 1 (ITS-1). Additionally,
LAMP has also been used to detect parasites in their
insect vectors, viz. T. cruzi and T. rangeli (Thekisoe et al.
2010).
Although LAMP has emerged to be an efﬁcient,
quick and speciﬁc technique to diagnose Leishmania
infection, the requirement of a bulky dry bath and
ﬂuorescence spectrophotometer limits its applicability
in the ﬁeld work or point-of-care analysis. Therefore, in
the present study, we describe the development and
application of a portable, table-top LAMP device and
ﬂuorescence readout unit which can be used for the
rapid point-of-care diagnosis of Leishmania infection.
The LAMP device has enabled the development of a
highly sensitive, speciﬁc and cheap diagnostic tool for
patients with VL and PKDL by using as little as 100 fg
of DNA. As per our knowledge, this is the ﬁrst report
of a portable, point-of-care LAMP device to diagnose
VL and PKDL.
2. Materials and methods
2.1 Chemicals
Bst DNA polymerase large Fragment (NEB, USA),
Thermo Pol Buffer (provided with the enzyme), magnesium sulphate (NEB, USA), betaine (Sigma-Aldrich,
USA) and SYBR Gold nucleic acid stain, 10,000x
concentration (Thermo Fischer Scientiﬁc, USA) were
used in this study. All other materials used were of
analytical grade and commercially available.

2.2 Parasite DNA
Genomic DNA from L. donovani Bob strain (LdBob
strain/MHOM/SD/62/1SCL2D), initially obtained from
Dr. Stephen Beverley (Washington University, St.
Louis, MO, USA), L. donovani AG83 strain and P.
falciparum 3D7 strain provided by Dr. Pawan Malhotra
(International Centre for Genetic Enginnering and
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Biotechnology, New Delhi, India) were used in this
study. Promastigotes were cultured at 26°C in M199
medium (Sigma-Aldrich, USA), supplemented with
100 units/ml penicillin (Sigma-Aldrich, USA), 100 lg/
ml streptomycin (Sigma-Aldrich, USA) and 10% heatinactivated fetal bovine serum (FBS; Biowest). DNA
was isolated using phenol-chloroform extraction
method.
2.3 Study population and sample management
The study was based on a convenience sampling
method. Coded samples (n = 70) of peripheral blood
from patients clinically diagnosed with VL (10 naı̈ve, 5
post-treatment samples) and dermal biopsies from
patients diagnosed with PKDL (40 conﬁrmed, 20 suspected samples) respectively, were used in this study.
As controls, blood from healthy volunteers from nonendemic regions of leishmaniasis (15 samples) was
provided along with skin biopsies from patients with
leprosy (10 samples; conﬁrmed by a restriction length
M. leprae-speciﬁc repetitive element PCR) (Moulik
et al. 2018a, b). From 2003 to date, patients clinically
diagnosed with VL or PKDL were recruited by passive
surveillance from the Tropical Medicine and Dermatology outpatient departments of the School of Tropical
Medicine/Calcutta Medical College/ Institute of Postgraduate Medical Education and Research, Kolkata,
West Bengal or by active surveillance from 2015
onwards wherein active ﬁeld surveys were conducted
in VL endemic districts of West Bengal (Malda,
Dinajpur, Darjeeling and Birbhum) by a camp
approach. An initial house-to-house survey was conducted by ﬁrst-line health workers (Kala-azar Technical
Supervisors) using standard case deﬁnitions and
deﬁned risk factors e.g. living in an endemic area and
having an epidemiological link (past history of VL). In
addition, none suffered from any co-infection or preexisting disease and pregnant women were excluded.
In patients suspected with VL, peripheral blood was
collected at disease presentation and within 48h of
completion of treatment. The blood was stored at
-20°C until DNA isolation was performed. DNA
isolation was performed from the blood according to
the manufacturer’s protocol. At disease presentation,
rK39 strip test was performed for initial diagnosis, and
ITS-1 PCR was additionally performed for conﬁrmation along with determination of parasite load (no of
parasites/lg of genomic DNA). At 24–48 h after
completion of treatment with a single dose of Liposomal Amphotericin B, heparinised blood was collected,

Page 3 of 15

92

and a repeat ITS-1 PCR and parasite load quantiﬁcation
were performed, prior to the patient being discharged.
When no product was observed for ITS-1 PCR and the
parasite load was \10, the patient was considered as
negative for VL. In suspected cases of PKDL (based on
clinical suspicion, a rk39 strip test positivity and a past
history of VL), a 4 mm punch biopsy was collected at
disease presentation and on completion of treatment.
The punch biopsies were collected in sterile PBS and
within 24 h transferred to RNAlater solution. The DNA
isolation was performed immediately or the tissues
were stored in RNAlater solution at -80°C. The suspected cases of PKDL (n = 20) tested as ITS-1 PCR
negative. These cases were recruited during active ﬁeld
surveys from different VL endemic districts of West
Bengal but did not subsequently report to the medical
camps and were lost to follow up. Hence, they were
considered as PKDL negative, but their ﬁnal diagnosis
could not be determined. The study received approval
from the Institutional Ethics Committee, IPGMER,
Kolkata and all patients or their legally accepted representative provided informed written consent.
2.4 DNA isolation from clinical samples
and diagnosis by ITS-1 PCR
DNA extraction was performed according to manufacturer’s instructions (Qiagen, Hilden, Germany) from
skin biopsies collected in phosphate buffered saline (20
mM, pH 7.4), excised into small pieces, and DNA eluted
in 50 lL of DNA elution buffer. PCR was performed
using Leishmania-speciﬁc primers LITSR [50 -CTG
GATCATTTTCCGATG-30 ] and L5.8S [50 -TGATA
CCACTTATCGCACTT-30 ]) using Red Taq polymerase
in a Master cycler (Applied Biosystems, California,
USA) (Das et al. 2011). The PCR products were visualized by agarose gel electrophoresis (2.0%) and analyzed in G-BOX gel doc (Syngene, Cambridge, UK)
using Gene Tools (version 4.01.04) software. DNA from
L. donovani strain MHOM/IN/1983/AG83 served as the
positive control, while DNA isolated from the foreskin of
healthy individuals (undergoing voluntary circumcision)
served as the negative control. Informed consent was
obtained from the patient or in case of a minor from their
legally accepted representative.

2.5 Determination of parasite load
For measurement of parasite load, a standard curve was
generated as previously described (Moulik et al.
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2018a, b). Brieﬂy, blood (180 ll) from a healthy control was added to L. donovani parasites (ranging from
10 to 1 X 105). DNA was then eluted and real-time
PCR was performed. A standard curve was prepared,
the number of parasites was extrapolated and the ﬁnal
parasite load was expressed as the number of parasites/
lg genomic DNA.
2.6 LAMP primer design
Four set of primers for L. donovani kinetoplast minicircle DNA (GenBank accession no. Y11401) were
designed using Primer Explorer software. Primer
sequences are given in table 1.
2.7 LAMP assay
Primer stocks (100 lM) were diluted to make a
working stock of 10X, containing 16 lM FIP, 16 lM
BIP, 2 lM F3 and 2 lM B3C primers. The LAMP
reaction was set-up in a total volume of 25 ll, and
contained 1X Thermo Pol buffer, 6 mM MgSO4, 1.4
mM dNTPs, 0.8 M betaine, nuclease-free water, 1X
primer mix, 8 units of Bst DNA polymerase and template DNA. Serial dilutions containing 1 nanogram
(ng), 100 picogram (pg), 1 pg and 100 femtogram (fg)
of L. donovani genomic DNA and clinical sample
DNA were prepared and used as template in the LAMP
reaction. A non-template control was used as a negative
control in every reaction. To ensure that there was no
cross-reactivity of the LAMP primers, they were tested
with 1 pg of P. falciparum 3D7 genomic DNA. The
reaction was performed at 65°C for 1 h in the LAMP
device. A schematic description of LAMP assay performed in the device is illustrated in (ﬁgure 1).
2.8 Detection of LAMP ampliﬁcation
LAMP ampliﬁcation was detected by adding 2 ll of
SYBR Gold DNA stain diluted 1:10 in nuclease-free

Figure 1. Schematic representation of the workﬂow for
LAMP ampliﬁcation and readout measurement. Diagnostic
test workﬂow: the samples were processed to isolate the total
DNA. The isolated DNA was added into the vials containing
reagents. The vials were placed in the LAMP device and
ampliﬁcation was performed at 65°C for 1 h. SYBR Green
gold dye was then added to the ampliﬁcation products,
followed by measuring the ﬂuorescence in the portable readout unit, which was connected to a laptop. The data was
analyzed by comparing the ADC values of control and test
sample, and the report was generated.

water. Positive ampliﬁcation was indicated by an
orange to green color change in the sample, whereas
negative controls remained orange. The color change
was visualized by naked eyes, and quantiﬁed by a
readout unit that detects ﬂuorescence intensity values
(hereby referred to as ADC values). A schematic
description of the detection of LAMP ampliﬁcation in
the readout unit is illustrated in (ﬁgure 1). Further
conﬁrmation of ampliﬁcation was done by electrophoresing 3 ll of the reaction mixture on a 2.5%
agarose gel and detecting the characteristic ladderlike band pattern by staining the gel with ethidium
bromide.

Table 1. List of LAMP primers used
Primer
Forward inner primer (FIP)
Backward inner primer (BIP)
F3
B3c

Sequence
0

5 GAGCCGATTTTTGGCATTTTTGGTTTT AAACCGAAAAATGGGTGCA 30
50 GGAAACTGGGGGTTGGTGTATTTTATATCCACACACGTCCGA 30
50 ACTTTTCTGGTCCTCCGG 30
50 CAACCCACTCCAAAGTCC 30

LAMP device for diagnosis of Leishmania infection
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Figure 2. Components of the portable LAMP device and readout unit. (A) The LAMP device consists of 16 sample wells, a
heating thermal block and the lid of the device which features a heating element to prevent condensation during the LAMP
ampliﬁcation process. There are three indicator lights in the front panel: red to show the operation status of system power,
orange to show the Bluetooth connection, and green to display the ampliﬁcation reaction process. The reaction settings are set
using a mobile application developed for this device, that connects the LAMP device to a smartphone. The app has a simple
graphical user interface to set the temperature and time for the reaction process and shows the real-time temperature of the
block. (B) The ﬂuorescence readout unit has an integrated LED light source, optical ﬁlters (excitation and emission ﬁlters
suitable for SYBR Gold), a sample vial holder, a photodiode, and the electronic driving circuit. The LAMP samples (control/
test) are mixed with SYBR Gold and placed in the sample holder for ﬂuorescence readout. When the measurement is initiated
the LED and photodiode are synchronized to read the ﬂuorescence emission from the sample. The system measures the
ﬂuorescence levels at an interval of 3 seconds (1 second on and 2 seconds off). The data obtained from the unit is logged into
a ﬁle where it can be used for further comparative analysis between control and test samples.

2.9 LAMP ampliﬁcation device
The LAMP device’s core consists of a resistive
heating block and a system controller: the heating
block heats and holds samples at speciﬁc temperatures, typically in the range of 40–100°C, while the
system controller maintains the particular temperature
and time duration set by the user. These components

are placed in a 3D printed casing shown in
(ﬁgure 2A). The ampliﬁcation reaction temperature
ranges between 50–100°C. For point-of-care applications, it is necessary to provide the test results
immediately after completion of the test. Hence, a
portable LAMP readout module has been developed
to help obtain the LAMP reaction test result in pointof-care settings.
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The LAMP device consists of an aluminum thermal
block with 16 sample vials, with an integrated heater
lid to prevent condensation in the sample vial during
the ampliﬁcation process. The reaction settings are set
using a mobile application developed for this device,
that connects the LAMP device to a smartphone. The
app has a simple graphical user interface to set the
temperature and time for the reaction process and
shows the real-time temperature of the block. There are
three indicator lights in the front panel, red, orange and
green, to show the operation status of system power,
Bluetooth connection, and ampliﬁcation reaction process, respectively (ﬁgure 2A).
The LAMP device has integrated custom-designed
hardware powered by Nordic semiconductor nrf52832
microcontroller IC with Bluetooth system-on-chip (SoC).
The system consists of a control board for controlling
input/output and Bluetooth operation, a carrier board for
driving the heaters in the thermal block and the lid, and
monitoring and controlling the temperature through the
integrated sensors. The thermal block is made of aluminum, designed and machined to hold 16 standard PCR
tubes with a reaction volume range between 10–50 lL.
The system has 25-W resistors attached to two sides of the
thermal block walls for heating and a thermistor to measure the block temperature; the maximum operating
temperature of the block is 100°C with ?1°C accuracy.
The lid is integrated with a 25-W resistive heater, and the
temperature is by default set to 10°C above the set block
temperature to prevent condensation. The system requires
12V, 5A DC power source for operation and can also be
powered using a portable power bank.

2.10 LAMP ﬂuorescent readout unit
Figure 3. Inclusivity of the LAMP reaction performed in the
device. The inclusivity of the LAMP reaction performed in the
device was determined. One ng of genomic DNA from each of L.
donovani Bob and AG83 strains was used in a LAMP reaction
for 60 min, as described in Materials and Methods. (A) The
conﬁrmation of LAMP ampliﬁcation was done by SYBR Gold
detection. Diluted SYBR Gold nucleic acid stain was added to
the LAMP products, and the color change was detected by
visual examination. –: non-template control, Ld Bob: genomic
DNA from L. donovani Bob strain, Ld AG83: genomic DNA
from L. donovani AG83 strain. (B) The quantiﬁcation of SYBR
Gold ﬂuorescence was done by measuring the ﬂuorescence
intensity of the samples by a detection device, designated as
ADC values. The mean ? SEM of 10 ADC values is plotted for
each sample. (C) Electrophoresis of LAMP products on a 2.5%
agarose gel. M: 100 bp DNA ladder.

The components of the LAMP readout unit are illustrated
in (ﬁgure 2B). The unit is designed to analyse the test
samples and controls using nucleic acid intercalating
dyes, such as the SYBR Gold nucleic acid stain. The
SYBR Gold stain is a ﬂurophore that has a peak excitation wavelength of 497 nm and the emission when bound
to DNA is centred at 520 nm. The best source for excitation is a laser, but complexity and cost hinder its use in
point-of-care devices. Therefore, a high power LED with
wider spectrum has been used in the readout system
(LXML-PE01-0070-High Power LEDs - Single Colour
Cyan 70lm, 350mA wavelength range of 490–515nm).
Because the LED has a wider spectrum which overlaps
with the emission wavelength ranges, an excitation ﬁlter
between the LED and sample (CWL 490nm, Dia
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Figure 4. Anticipated range of L. donovani genomic DNA ampliﬁed in the LAMP device. One ng, 100 pg, 1 pg and 100 fg
of L. donovani Bob genomic DNA were used in a LAMP reaction for 60 min, as described in Materials and Methods. (A) The
conﬁrmation of LAMP ampliﬁcation was done by SYBR Gold detection. Diluted SYBR Gold nucleic acid stain was added to
the LAMP products, and the color change was detected by visual examination. –: non-template control. (B) The
quantiﬁcation of SYBR Gold ﬂuorescence was done by measuring the ﬂuorescence intensity of the samples by a detection
device, designated as ADC values. The mean ? SEM of 10 ADC values is plotted for each sample. (C) Electrophoresis of
LAMP products on a 2.5% agarose gel. M: 100 bp DNA ladder.

12.5mm, BW: 15nm for excitation) has been introduced.
However, the light emitted by LEDs is unfocused, and to
overcome this problem a 15 mm focus lens has been used
to focus light from the excitation ﬁlter to a smaller spot
on the sample. The emitted light from the sample is
separated from the LED using an emission ﬁlter (CWL
520 nm, Dia 12.5 mm, BW: 15 nm) and a collector lens is
used to focus the emitted light to the photodiode
(BPW21R) which has peak sensitivity at 565 nm. The
current produced by the photodiode is then sent to LTC
1051 op-amp. The signal from op-amp is read by the
ADC pin of microcontroller (Atmega328P) and can be
stored in a laptop using the serial data logger software.
The emitted ﬂuorescence values are read at a 3 second
interval wherein the LED is on for 1 second and off for
the remaining 2 seconds.

positive predictive value (PPV), negative predictive value
(NPV) and accuracy with 95% conﬁdence intervals (CI)
were calculated as follows using Medcalc software: sensitivity = [true positive / true positive ? false negative)],
speciﬁcity = [true negative / (true negative ? false positive)], PPV = [true positive / (true positive ? false positive)], NPV = [true negative / (true negative ? false
negative)] and accuracy = (true positive ? true negative) /
(true positive ? false negative ? false positive ? true
negative). The Spearman’s correlation coefﬁcient (with
95% CI) between LAMP assay ADC values and parasite
load was also calculated by GraphPad prism. Student’s
unpaired 2-tailed t-test was used to calculate signiﬁcance.
P\0.05 was considered statistically signiﬁcant.
3. Results

2.11 Statistical analysis
LAMP assay ADC value data were analyzed by GraphPad
prism and represented as mean ±standard error of the
mean (S.E.M.). The percentage sensitivity, speciﬁcity,

3.1 Inclusivity and exclusivity of the LAMP assay
performed in the device
The foremost parameters used to evaluate the LAMP
assay performed in the device were the inclusivity and
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Figure 5. Anticipated range of L. donovani DNA in clinical samples ampliﬁed in the LAMP device. 1 ng, 100 pg, 1 pg and
100 fg of DNA each from a positive and a negative clinical sample were used in a LAMP reaction for 60 min, as described in
Materials and Methods. (A) The conﬁrmation of LAMP ampliﬁcation was done by SYBR Gold detection. Diluted SYBR
Gold nucleic acid stain was added to the LAMP products, and the color change was detected by visual examination. –: nontemplate control. (B) The quantiﬁcation of SYBR Gold ﬂuorescence was done by measuring the ﬂuorescence intensity of the
samples by a detection device, designated as ADC values. The mean ? SEM of 10 ADC values is plotted for each sample.
(C) Electrophoresis of LAMP products on a 2.5% agarose gel. M: 100 bp DNA ladder.

exclusivity of the reactions. One ng of genomic DNA
from L. donovani Bob and AG83 strains was successfully ampliﬁed in the device, as evident by an
orange to green color change in the positive samples
upon the addition of SYBR Gold stain (ﬁgure 3A and
B) and the characteristic ladder-like pattern observed
when the samples were electrophoresed on an agarose
gel (ﬁgure 3C). Therefore, the LAMP assay performed
in the device appears to be inclusive when amplifying
L. donovani DNAs. The assay was also observed to be
exclusive, as the L. donovani kinetoplast minicircle
DNA primers were unable to amplify P. falciparum
genomic DNA, as apparent by the lack of color change
or ladder-like band pattern (supplementary ﬁgure 1AC). In order to determine the ideal time for LAMP
ampliﬁcation of L. donovani DNA, a time-course
analysis was performed. One ng of L. donovani Bob
genomic DNA was subjected to LAMP ampliﬁcation in
the device for 15, 30, 45 and 60 min. While some
ampliﬁcation as evident by orange to green color
change was observed at 15, 30 and 45 min (supplementary ﬁgure 2A and B), strong bands were observed

after 60 min (supplementary ﬁgure 2C), thereby
implying that 60 min is the ideal time for the LAMP
ampliﬁcation of L. donovani DNA in the device.

3.2 Anticipated range of L. donovani DNA
ampliﬁed in the LAMP device
Another parameter to evaluate the analytical performance of the LAMP device was to ascertain the range
of L. donovani DNA that can be ampliﬁed. Several
concentrations of L. donovani Bob genomic DNA were
tested for ampliﬁcation, and it was observed that 1 ng,
100 pg, 1 pg and 100 fg could be ampliﬁed in the
LAMP device (ﬁgure 4A-C). Therefore, 100 fg of L.
donovani DNA is the limit of detection of the LAMP
device. The range of detection was also determined for
L. donovani DNA present in clinical samples. For this,
1 ng, 100 pg, 1 pg and 100 fg of DNA from a positive
and negative sample were used in a LAMP reaction,
and while all concentrations of the positive sample
showed ampliﬁcation, 1 ng of the negative sample
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Figure 6. LAMP ampliﬁcation of L. donovani DNA from VL patient samples. One hundred pg of DNA from 10 naı̈ve VL
patient samples were used in a LAMP reaction for 60 min, as described in Materials and Methods. (A) The conﬁrmation of
LAMP ampliﬁcation was done by SYBR Gold detection. Diluted SYBR Gold nucleic acid stain was added to the LAMP
products, and the color change was detected by visual examination. –: non-template control. (B) The quantiﬁcation of SYBR
Gold ﬂuorescence was done by measuring the ﬂuorescence intensity of the samples by a detection device, designated as ADC
values. The mean ? SEM of 10 ADC values is plotted for each sample. (C) Electrophoresis of LAMP products on a 2.5%
agarose gel. M: 100 bp DNA ladder.

showed a false-positive result and lower concentrations
showed no ampliﬁcation (ﬁgure 5A-C). Therefore, 100
pg was chosen as the ideal concentration at which the
positive clinical sample showed positive result and the
negative clinical sample showed negative result in the
LAMP reaction.
3.3 Detection of L. donovani DNA in samples
from VL and PKDL patients
In order to test the ability of the LAMP device to detect
and amplify L. donovani DNA in clinical samples, DNA
from 10 naı̈ve VL cases was used in a LAMP assay using
this device. ITS-1 PCR was performed as a standard
diagnostic test and the parasite load was determined in all
the samples and all the 10 samples tested positive in the
LAMP assay (ﬁgure 6A-C, table 2). DNA from 60 PKDL
patients (40 conﬁrmed and 20 suspected cases) was also
tested in the LAMP device. ITS-1 PCR was performed as
a standard diagnostic test and the parasite load was
determined in all the samples (table 3). All the 40 conﬁrmed samples tested positive whereas the 20 suspected
samples tested negative in both ITS-1 PCR and LAMP

assay. A representative image of LAMP assay data from
9 PKDL patient samples is shown in (ﬁgure 7A-C).
Therefore, an extremely signiﬁcant correlation between
parasite load obtained by ITS-1 PCR and ADC values
obtained in the LAMP assay was observed in VL and
PKDL patient samples (n = 50, 95% CI = 0.9134 to
0.9725; Spearman r = 0.9510; P\0.0001) (ﬁgure 8).
3.4 Detection of L. donovani DNA in non-endemic
control (NEC) and leprosy patient samples
In order to test the speciﬁcity of the L. donovani LAMP
assay, 25 negative controls were used. ITS-1 PCR was
performed as a standard diagnostic test and the parasite
load was determined in all the samples. Fifteen samples
from NEC (supplementary table 1) and 10 samples
from leprosy patients (supplementary table 2) were
used in a LAMP assay performed in the device. All the
NEC and 9 out of 10 leprosy patient samples tested
negative in the LAMP assay. LAMP assay data from all
15 NEC samples (supplementary ﬁgure 3A-C) and 10
leprosy patient samples (supplementary ﬁgure 4A-C) is
shown.
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Table 2. Comparison of ITS-1 PCR and LAMP assay
results of VL patient samples

Sample
No.

Sample
code

1.
2.
3.
4.
5.
6.
7.
8.
9.
10.

PG
PG
PG
PG
PG
PG
PG
PG
PG
PG

1
2
3
4
5
56
57
58
59
60

ITS-1
PCR
result

Parasite
load

LAMP
assay
result

Mean
ADC
value

Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive

426283
12055
3614
13672
3724
47738
33395
16711
3561
14046

Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive

65
54
49
58
37
50
46
45
41
50

The number of parasites was extrapolated from the PCR standard curve and parasite load stated as the number per lg
genomic DNA. Mean ADC values of ten replicates are shown.

Table 3. Comparison of ITS-1 PCR and LAMP assay
results of PKDL patient samples

Sample
No.

Sample
code

1.
2.
3.
4.
5.
6.
7.
8.
9.

PG
PG
PG
PG
PG
PG
PG
PG
PG

47
48
49
50
51
52
53
54
55

ITS-1
PCR
result
Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive

Parasite
load

LAMP
assay
result

Mean
ADC
value

5191
650
1420
96
65
22923
4324
2319101
57

Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive
Positive

43
37
43
36
35
52
44
63
34

The number of parasites was extrapolated from the PCR standard curve and parasite load stated as the number per lg
genomic DNA. Mean ADC values of ten replicates are shown.

3.5 Detection of L. donovani DNA in posttreatment VL patient samples
The above experiments have unequivocally proven the
efﬁcacy of the LAMP device in the diagnosis of
leishmaniasis. We wanted to determine if the device
can also be used in testing the prognosis of treatment.
Therefore, 5 post-treatment VL patient samples were
subjected to LAMP assay, after testing them in ITS-1
PCR (supplementary table 3). In concordance with
ITS-1 PCR data, none of the samples showed ampliﬁcation in the LAMP assay (supplementary ﬁgure 5A-

C), thereby implying that the LAMP device can function as an effective prognostic tool.
3.6 Comparison of diagnostic test evaluation
parameters of ITS-1 PCR and LAMP assay
An evaluation of the analytical performance of the
LAMP assay, in comparison to that of ITS-1 PCR was
performed (table 4). Out of the total 50 true positive
(10 naı̈ve VL and 40 conﬁrmed PKDL) and 50 true
negative (20 suspected PKDL, 15 NEC, 10 leprosy and
5 post-treatment VL) samples tested in the LAMP
device, no false negative and 1 false positive results
were obtained. The LAMP assay performed in the
device was highly sensitive (100.00%; 95% CI= 92.89100.00), speciﬁc (98.00%; 95% CI= 89.35-99.95) and
accurate (99.00%; 95% CI= 94.55-99.97).
4. Discussion
Leishmaniasis is a neglected tropical disease which
impacts the poor in endemic regions, with no or limited
access to a correct diagnosis due to a restricted health
service infrastructure. Prompt diagnosis and treatment
is imperative to reduce the morbidity of those affected
by leishmaniasis (WHO 2010). The widely used rK39
strip test as a diagnostic test is appropriate for VL but
not for PKDL as a positive result may occur because of
persisting antibodies from a past episode of VL. Hence,
the identiﬁcation of PKDL patients is crucial for the
success of the VL Elimination Program as they serve as
durable reservoirs during inter-epidemic episodes
(WHO 2010). Since its development by Notomi et al.,
the Loop-mediated isothermal ampliﬁcation (LAMP)
test has been used in the diagnosis of several infectious
and hereditary diseases (Notomi et al. 2000, 2015).
Recently, a LAMP test developed by Eiken Chemical
Co. has been given the green signal by the WHO to be
used in the diagnosis of tuberculosis (WHO 2016).
LAMP has also been shown to detect Leishmania
infection in sand ﬂies, in the diagnosis of canine
leishmaniasis, as well as human VL, CL and PKDL
with high sensitivity and speciﬁcity either using direct
examination with the naked eye, or ﬂuorimetry or
turbidimetry (Nzelu et al. 2014, 2019, 2016; Takagi
et al. 2009; Kothalawala and Karunaweera 2016;
Verma et al. 2013, 2017; Khan et al. 2012; Chaouch
et al. 2013; Avelar et al. 2019).
Despite its numerous advantages, the requirement of
bulky equipment like water baths, PCR machines and
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Figure 7. LAMP ampliﬁcation of L. donovani DNA from PKDL patient samples. One hundred pg of DNA from 60 (40
conﬁrmed, 20 suspected) PKDL patient samples were used in a LAMP reaction for 60 min, as described in Materials and
Methods. (A) The conﬁrmation of LAMP ampliﬁcation was done by SYBR Gold detection. Diluted SYBR Gold nucleic acid
stain was added to the LAMP products, and the color change was detected by visual examination. –: non-template control.
(B) The quantiﬁcation of SYBR Gold ﬂuorescence was done by measuring the ﬂuorescence intensity of the samples by a
detection device, designated as ADC values. The mean ? SEM of 10 ADC values is plotted for each sample. (C)
Electrophoresis of LAMP products on a 2.5% agarose gel. M: 100 bp DNA ladder. A representative image of data from 9
PKDL patient samples is shown.

ﬂuorescent detectors limits the applicability of LAMP
in ﬁeld work or point-of-care analysis. Our present
study attempts to solve this problem with the introduction of a handy, portable LAMP device and a ﬂuorescent detection device which are easy-to-operate
and yield accurate and quantitative results. The development of less invasive methods of sample collection
like ﬁnger-prick blood sampling and direct LAMP
assays avoiding DNA isolation steps are warranted for
faster and convenient ﬁeld-based diagnosis.
In the present study, we have developed a portable,
table-top LAMP device and ﬂuorescence read-out unit
which can be used for the rapid point-of-care diagnosis
of Leishmania infection. We have shown that the
LAMP device can amplify minute quantitites of L.
donovani DNA, ranging from 1 ng to 100 fg in one
hour. In a pilot study, we have also successfully
ampliﬁed L. donovani DNA from VL and PKDL
patients using the LAMP device with excellent sensitivity, speciﬁcity and accuracy. Previous studies evaluating LAMP for the diagnosis of VL using kDNA as

the target have also shown high sensitivity, ranging
from 93-100%, and speciﬁcity, ranging from 90.7100% (Khan et al. 2012; Verma et al. 2013, 2017;
Ghasemian et al. 2014; Mukhtar et al. 2018). Our
LAMP assay analysis is concordant with these previous
studies, with a sensitivity of 100% and speciﬁcity of
98%. We have performed ITS-1 PCR and kDNA real
time PCR as reference tests on all samples, and our
LAMP results show an exteremely signiﬁcant correlation with the reference test results. In order to further
test the speciﬁcity of our LAMP assay, we included
samples from non-endemic controls and leprosy
patients in our study. LAMP assay performed on nonendemic controls did not detect the presence of L.
donovani, which is in agreement with the results of the
reference tests (n=15/15). Similarly, in leprosy patients
with no exposure to Leishmania, both the reference
tests and the LAMP assay showed no presence of L.
donovani (n=10/10). Therefore, our LAMP assay system can be used as an efﬁcient tool for the diagnosis of
VL and PKDL as it is simpler and faster.
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Figure 8. Scatterplot of VL and PKDL patient parasite load
and LAMP ADC value. One hundred pg of DNA from 10
naı̈ve VL and 40 conﬁrmed PKDL patient samples were
used in a LAMP reaction for 60 min, as described in
Materials and Methods. The conﬁrmation of LAMP ampliﬁcation was done by SYBR Gold detection. Diluted SYBR
Gold nucleic acid stain was added to the LAMP products,
and the color change was detected by visual examination.
The quantiﬁcation of SYBR Gold ﬂuorescence was done by
measuring the ﬂuorescence intensity of the samples by a
detection device, designated as ADC values. The scatter
graph shows the parasite load in the samples vs. the ADC
values obtained in the LAMP assay.

Several read-out methods for LAMP assay have been
developed, which include detection by agarose gel
electrophoresis of LAMP products, detection by turbidity, colorimetric dyes like hydroxy naphthol blue and
malachite green or ﬂuorescent dyes like SYBR Green.
Visual inspection of tubidity is not always very accurate.
Recent advances have been made in colorimetric
detection methods and real time ﬂuorimetry with the
development of Genie III real time ﬂuorometer and ES
Quant TS2.2 real time ﬂuorimeters (Ibarra-Meneses
et al. 2018; Dixit et al. 2021). These devices are portable,
battery-operated and provide opportunities for

diagnostic connectivity using Wiﬁ/Bluetooth. The ﬂuorescent detection unit of our LAMP assay system is also a
handy, table-top device that can quantify the ﬂuorescent
intensity of LAMP products (in terms of ADC values).
A recent study has reported the development and
clinical evaluation of LAMP assay for the diagnosis of
VL in Brazil, targeting the K26 antigen-coding gene of
L. donovani complex (Avelar et al. 2019). The authors
have reported a limit of detection as low as 1fg of
parasite DNA, which is slightly lower than that
obtained by our kinetoplast minicircle DNA-based
LAMP assay system (100 fg). However, our LAMP
assay is clinically more sensitive (100%) as compared
to that of Avelar et al. (2019) (98%), which could be
attributed to the large copy number (approximately
10,000 copies) of kinetoplast minicircle DNA. Moreover, in our system, the mode of assay read-out is by
measurement of ﬂuorescence (in terms of ADC values)
using our ﬂuorescence detection device, which is more
accurate and quantitative as compared to visual
inspection of turbidity as reported in the study by
Avelar et al. (2019). Another critical difference
between the two studies is that our LAMP system has
also been validated for the detection of PKDL, which
has not been reported by Avelar et al. (2019).
LAMP assay has also been utilized in the assessment
of cure at VL and PKDL post-treatment stages (Verma
et al. 2017). We have also demonstrated that our
LAMP device can be used not just as a diagnostic tool,
but also for the monitoring of treatment. LAMP assay
performed in our device did not detect parasite DNA in
the post-treatment VL (n = 5/5) cases, and similar
results were obtained by ITS-1 PCR and kDNA real
time PCR. This concordance in the results of LAMP
and reference assays at the post-treatment stage
emphasizes the utility of LAMP assay as a prognostic
assay for the point-of-care test for assessment of cure of
VL cases. However, a detailed evaluation of the assay

Table 4. Comparison of diagnostic test evaluation parameters of ITS-1 PCR and LAMP assay
Parameters
True positives (10 naı̈ve VL, 40 conﬁrmed PKDL)
False negatives
True negatives (20 suspected PKDL, 15 NEC,
10 leprosy, 5 post-treatment VL)
False positives
Sensitivity (%) (95% CI)
Speciﬁcity (%) (95% CI)
Accuracy (%) (95% CI)

ITS-1 PCR

LAMP assay

50
0
50

50
0
49

0
100.00% (92.89-100.00)
100.00% (92.89-100.00)
100.00% (96.38-100.0)

1
100.00% (92.89-100.00)
98.00% (89.35-99.95)
99.00% (94.55-99.97)

Conﬁdence intervals for sensitivity, speciﬁcity and accuracy are exact Clopper-Pearson conﬁdence intervals. Conﬁdence intervals
for predictive values are the standard logit conﬁdence intervals given by Mercaldo et al. (2007).
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in more patients is required to evaluate its prognostic
efﬁcacy.
Eiken Chemical Co. and partners have recently
developed the LoopampTM Leishmania Detection Kit for
the diagnosis of leishmaniasis, which has been evaluated
for the diagnosis of VL in Sudan and Bangladesh
(Mukhtar et al. 2018; Hossain et al. 2021). Although the
kit showed excellent sensitivity in VL detection, further
evaluation studies of this kit are necessary in India.
Our LAMP detection system has various novel features. The foremost advantage of our system is that we
have designed a compact ﬂuorescent detection device
which can be used to quantify the ﬂuorescence intensity
of LAMP products (as measured by ADC values). Our
data depicts a signiﬁcant correlation between ﬂuorescence intensity of LAMP products and parasite load
present in the sample. Another salient feature of our
system is that our LAMP device is Bluetooth enabled,
and can be operated through a dedicated mobile app,
which makes the operation highly user-friendly. Additionally, our LAMP system can be used to distinguish
between PKDL and leprosy infections, which will aid the
physician in differential diagnosis. Our system is also
low-cost: one test in our device costs less than 1.5 USD.
This is extremely beneﬁcial for under developed and
developing countries, which carry the highest burden of
disease for neglected tropical diseases like leishmaniasis.
With disruptive cost advantage of more than 10x compared to imported devices with similar capabilities, our
LAMP assay system has the potential to serve as a
platform for affordable molecular diagnosis for leishmaniasis and have a signiﬁcant impact in the healthcare
diagnostics sector in India.
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